2018 & 12

G6PD ¥ E#% F%IPNFEFAFE |

— o R E A FHREP NS E R R
Control N Control D
G6PD
(Lot No.:AE0909N) (Lot No.:AE0909D)
S H = 8 8

KNS ()] 41 41
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T i2iE (Mean) 15.0 (U/gHb) 5.5 (U/gHb)

%41 (SD) 1.1 0.5
%3 %k (CV) 7.3% 9.1%

G6PD t& &% & 4 [l 12.8 ~ 16.5 (U/gHb) 4.6 ~ 6.3 (U/gHb)

Hb & % (& 4 [l 1.8 ~2.2 (g/dL) 1.9~2.3(g/dL)
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** G6PD Method = Lanner kit, 37°C
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B EEAFERF B2 A EE TEL:02-2703-6080 ; FAX:02-2703-6070 ; <g6pd@g6pd.tw> ; <http://iqe.g6pd.tw/>
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